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Foreword 

This Ethiopian Standard has been prepared under the direction of the Technical Committee for Milk and Milk 
Products (TC 25) and published by the Ethiopian Standards Agency (ESA). The standard is identical with ISO 21 187 
:2004 Milk — Quantitative determination of bacteriological quality — Guidance for establishing and verifying a 

conversion relationship between routine method results and anchor method results published by the International 
Organization for Standardization ISO 2004. 
For the purpose of this Ethiopian Standard, the adopted text shall be modified as follows. 

• The phrase "International Standard" shall be read as "Ethiopian Standard"; and 

• A full stop (.) shall substitute comma (,) as decimal marker. 
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Milk — Quantitative determination of bacteriological quality — 
Guidance for establishing and verifying a conversion 
relationship between routine method results and anchor 
method results 



1 Scope 

This International Standard gives guidelines for the establishment of a conversion relationship between the 
results of a routine method and an anchor method, and its verification for the quantitative determination of the 
bacteriological quality of milk. 



2 Normative references 

The following referenced documents are indispensable for the application of this document. For dated 
references, only the edition cited applies. For undated references, the latest edition of the referenced 
document (including any amendments) applies. 

ISO 3534-1 , Statistics — Vocabulary and symbols — Part 1: Probability and general statistical terms 

ISO 8196-1 [ IDF 128-1 , Milk — Definition and evaluation of the overall accuracy of indirect methods of milk 
analysis — Part 1: Analytical attributes of indirect methods 

ISO 8196-21 IDF 128-2, Milk — Definition and evaluation of the overall accuracy of indirect methods of milk 
analysis — Part 2: Calibration and quality control in the dairy laboratory 



3 Terms and definitions 

For the purposes of this document, the terms and definitions given in ISO 3534-1, ISO 8196-1 1 IDF 128-1, 
ISO 8196-21 IDF 128-2 and the following apply. 

3.1 

routine method 

alternative method 

method of analysis allowing quantification of the bacteriological status of a test sample 

NOTE 1 The method can be proprietary or non-commercial. 

NOTE 2 The term "routine" or "alternative" in this International Standard refers to the entire method. It includes all 
aspects (such as sample pretreatment, materials and instruments) required for the execution of the method. 

NOTE 3 The term "routine method" is used in this International Standard. 

3.2 

anchor method 

reference method 

method of analysis internationally recognized by experts or by agreement between parties, and used, for 
instance, in legislation when expressing official limits for bacteriological quality 
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NOTE It is stressed that, in quantitative microbiology, any obtained value is only defined by the method description 

applied. This applies to any routine method as well as, for instance, to the standard plate count for the enumeration of 
microorganisms. For the purpose of conversion, the term anchor method is preferred over the term reference method and 
therefore is used throughout this International Standard. 

3.3 
analyte 

component or property which is measured by the method of analysis 

NOTE The analyte may be the microorganism, stained particles (e.g. microscopic count), components of 

microorganisms (e.g. lipopolysaccharides), the result of their ability to multiply (e.g. colony-forming units) or their metabolic 
activity (e.g. change in conductivity/impedance). 

3.4 

organizing laboratory 

laboratory, possibly appointed by the competent authorities, having the qualified staff and skills to organize, to 
coordinate and to report on the outcome of the activities for the establishment or the maintenance of a 
conversion relationship 



4 Principles 

4.1 Prerequisites 

For establishing and verifying a conversion relationship between the results of a routine method and the 
anchor method, the following prerequisites apply. 

a) The routine method should have been validated according to ISO 16140 1 ). Procedures for sampling, test 
sample preservation, sample transport, sample storage, sample pre-treatment, analysis and calculation of 
results should be documented, strictly standardized and controlled in agreement with ISO/IEC 17025, 
EA-4/10, or comparable standards. 

b) The anchor method should have been validated, documented, strictly standardized and controlled in 
agreement with ISO/IEC 17025, EA-4/10 or comparable standards. 

c) The protocol for the establishment of the conversion relationship and its verification should be 
documented. It should follow the guidelines of this International Standard. Approval by competent 
authorities should be sought where the final aim is that results from a routine method are to be judged 
against official limits stated in the anchor method units. 

4.2 Organizational set-up 

The establishment and verification of a conversion relationship is based on the examination of test samples 
with both methods, covering the field of application and the spectrum of the samples as analysed using the 
routine method. 

A number of situations can be distinguished, as follows. 

a) Both the routine method and the anchor method are fully carried out in the same laboratory. 

b) The routine method is carried out in a number of laboratories and the anchor method is carried out in one 
laboratory (not necessarily a routine laboratory). In this situation, sub-samples must be prepared and 
transported from the location where the routine method is to be carried out to the laboratory where the 
anchor method is to be carried out, or the other way around. 



1) Additional guidance on aspects relevant to milk and not covered by ISO 16140 can be found in IDF 161 A. 
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c) Both the routine method and the anchor method are carried out in a number of laboratories. As in b), the 
preparation and the transport of sub-samples must be properly considered. 

Due to the instability and variability of the bacteriological status of milk samples, the most robust conversion 
relationships will be obtained where the routine method and the anchor method are undertaken on the same 
test samples, at the same place, at the same time; i.e. situation a). 

In all cases, the organizational set-up should include all the necessary provisions to guarantee that the 
obtained conversion relationship is representative of the circumstances under which the routine method is 
carried out and the resulting conversion relationship is later applied. 

The organizing laboratory should provide guidance to the collaborating laboratories. Furthermore, it should 
collect information on critical points in the procedure. All collaborators should be asked to record relevant 
information, such as details on the method(s) used, quality control data, and possible data about storage and 
transport conditions. 

5 Establishing a conversion relationship 

5.1 Consideration of influencing factors and their consequences 

5.1.1 General 

A number of factors can influence the outcome of routine method or anchor method determinations, or both. 
The relative magnitude of the effects can differ between test samples and is not necessarily the same for both 
methods. This implies that certain factors can also influence the conversion relationship. In the evaluation of a 
routine method, all relevant factors should be identified and should be considered since it is necessary to 
cover the consequences of their variation in one conversion relationship, or otherwise to establish distinct 
conversion relationships. 

In general, when distinction between samples cannot be made, or is not being made in routine testing 
circumstances, the variation in the underlying variables should be covered in one conversion relationship. 
Where a factor is shown to have a significant effect on the conversion relationship, more than one conversion 
relationship may need to be established and applied. 

A number of possible influencing factors are listed below as examples. The explanation provided with each of 
these factors is at the same time meant as guidance on how to deal with other factors. 

5.1 .2 Type of bacteria and growth phase 

In determinations of the total bacterial or viable count, no differentiation is made between the type of bacteria, 
their growth phase or metabolic activity. The quantification is the result of different degrees of susceptibility for 
detection by the method concerned. The normal variation in this should be included in a conversion 
relationship. 

5.1 .3 Storage conditions of the product 

The storage conditions of the product will affect the number of bacteria and their growth phase. When official 
limits are given depending on the storage conditions (e.g. time, temperature) and those conditions show a 
significant effect on the conversion relationship, distinct conversion relationships should be established and 
should be applied. 

5.1.4 Regional influence and production conditions 

In the examination of raw milk, this factor comprises those described in 5.1.2 and 5.1.3. It relates to the 
general characteristics of dairy farming and milk production, such as the method of milking and the collection 
intervals. Where this can effect the conversion relationship, it should be evaluated whether statistically 
significant differences can be shown, for instance for different regions. Then separate conversion relationships 
should be established and be applied. Again, it should be noted that the application of different conversion 
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relationships is limited to situations where the relevant sub-populations of test samples are distinguished 
under routine testing conditions. 

5.1.5 Seasonal influences 

The bacterial flora can vary with the time of the year. This variation may be detected to different degrees by 
different methods, but should be considered as a consequence of measuring different characteristics of the 
same product by different methods. Where a seasonal influence on the conversion relationship is apparent, 
the conversion relationship should be based on a data set containing all-year-round data. 

5.1 .6 Test sample preservation 

With certain routine methods, test sample preservation can be applied for stabilization purposes. It should be 
proven that the detectability of the analyte by the routine method is not influenced. When samples are 
analysed in parallel with the anchor method, care should be taken that it is the bacteriological status of the 
samples just before the addition and mixing with preservatives for routine method purposes that is monitored. 

5.1 .7 Sampling, test sample storage, transport and pretreatment 

Sampling, storage, transport and pretreatment of the test sample are not part of the measurement itself but 
are part of the total analytical procedure and may affect the outcome. Structural changes, even within the 
limits stated in the description of the procedure, may necessitate an adaptation of a conversion relationship. 

5.1.8 Chemicals 

Minor changes in the characteristics of chemicals to be used in an analytical method should not influence the 
outcome of the measurements. However, in particular, chemicals from natural sources can show fluctuating 
properties. Where a significant effect on the obtained quantitative results is apparent, this should be 
accommodated for by an adaptation of an established conversion relationship. 

5.2 Test samples 

5.2.1 Calculation of number of test samples 

Assuming a linear regression, the required number of test samples, n, in the final sample set can be 
calculated from /-test statistics using the following equation (see Annex A): 

n = \t 2 {^-r 2 )|{8 2 ■r 2 )\ + ^ 

where 

n is the required number of test samples; 

/ is the numerical value of the Student /-distribution at the 95 % confidence level; 

8 is the numerical value of the relative error of the estimation for the regression (working with 8 = 0,1 is 
considered appropriate for the purpose concerned); 

r is the numerical value of the estimated correlation coefficient between the results of the routine 
method and those of the anchor method. 

NOTE The aim is to determine a required size of a sample set for estimating the regression coefficients from a 

bivariate normal distribution for a presumed correlation coefficient and a preset relative error of estimation at a chosen 
confidence level. It is stressed that this is different from the checking of a calibration with subsequent evaluation of the 
regression coefficients. 
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In the case where it appears from calculation (see 5.5.2) that the presumed correlation coefficient was an 
underestimate, the required number of extra data pairs should be included and the calculation should be 
repeated. 

The number of test samples should be large enough to represent (if relevant) the variation 

a) in the bacterial composition, level and properties of the sample population, 

b) in the geographical region, 

c) over the year, and 

d) over different laboratories/instruments, when applying the routine method for situations b) and c) in 4.2. 

5.2.2 Range of samples 

The levels should, within the measuring range, uniformly cover the range of interest for the routine method 
concerned. 

Where data are to be transformed before statistical treatment (see 5.5), the data pairs should uniformly cover 
the transformed scale. 

5.2.3 Representative samples 

It is of the highest priority to work with natural test samples. The test samples should be truly representative of 
the different levels in the population under consideration (see 5.1). 

Test samples of raw milk may, in particular, be susceptible to changes between the time of taking the sample 
and the time of analysis, if sample quality is already poor at sampling. This involves a higher risk of ambient 
influences during transport, mixing and storage of test samples. Proper precautions should be taken to avoid 
this. 

With some routine methods, results are almost instantly available. When both the routine and the anchor 
method are carried out in the same laboratory, an efficient selection of samples can be based on the outcome 
of measurements with the routine method. If this is not the case, it is necessary to select a surplus of samples 
for analysis with both the routine method and the anchor method to follow the guidance given in 5.2.1 and 5.2.2. 
Another reason for needing a surplus is that some data pairs are likely to become invalidated (see 5.5.1). 

The normal procedure for testing with the routine method should be followed. This implies that the conditions 
for sampling, test sample storage, and its transport during the whole procedure should also closely mimic the 
conditions under which the conversion equation is to be applied. 

5.3 Pretreatment of test samples 

5.3.1 Storage conditions of test samples 

After sampling, the test samples should be stored under identical conditions for both the routine method and 
the anchor method, and within the stated requirements for both methods (e.g. storage at between °C and 
+ 4 °C, and analysis within 36 h after sampling). 

5.3.2 Preparation and distribution of sub-samples 

Preferably, analysis by both methods should be carried out using the same test sample, within a short interval 
of time. However, this is not always feasible. A number of situations can be distinguished. 

With reference to the situations given in 4.2, the following applies when routine laboratories select samples. 
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a) If possible, sub-samples should be avoided. Analysis by both methods should preferably be carried out 
on the same sample within a short interval of time. 

b) From each sample, two sub-samples should be prepared shortly before dispatch. One sub-sample should 
be stored at the laboratory for analysis by the routine method, and the other should be transported to the 
laboratory appointed for testing by the anchor method. Analysis by both the routine method and the 
anchor method should be carried out at the same time. 

c) If testing by the anchor method is carried out locally, the analysis by both methods should preferably be 
carried out on the same test sample within a short interval of time. If testing by the anchor method is 
carried out in another laboratory, two sub-samples should be prepared from each sample shortly before 
dispatch. One sub-sample should be stored at the laboratory for analysis with the routine method, and the 
other should be transported to the laboratory appointed for testing with the anchor method. Analysis by 
both the routine method and the anchor method should be carried out at the same time. 

If test samples are selected centrally, sub-samples should be prepared and distributed among the 
participating laboratories, accompanied by detailed information on the handling of samples and the time of 
analysis. 

Preparation of sub-samples consists of 

— effective mixing of the cold sample by gently inverting the sample container at least 25 times, and 

— pouring a sub-sample into a clean, dry and sterile sample container. 

During the preparation of sub-samples, both the original test sample and the sub-samples should be kept at a 
temperature within the specified temperature range, for example at between °C and + 4 °C. 

During transport, the individual test samples should be sealed to ensure that any leakage from one sample 
does not affect the integrity of the other samples. 

It should be checked that the transport packaging is suitable for its purpose. Ideally, a suitable means of 
temperature monitoring during transport is desirable. 

During storage and transport of the sub-samples, it should be ensured that storage conditions for the different 
sub-samples are the same and still representative of the conditions under which the conversion equation will 
be applied. 

5.4 Analysis 

Each test sample should be analysed in duplicate, both with the routine method and the anchor method, 
thereby closely adhering to the standardized procedures. 

When using decimal dilutions with the anchor method, these should be chosen in such a way that valid results 
in the range of interest are obtained. 

5.5 Calculation 

5.5.1 General 

Before any calculation is made, a scatter diagram (i.e. plotted distribution of two-dimensional arrays) of 
observed values should be checked visually to obtain a first impression of the character of the relationship. 
The scatter diagram will show whether the relationship between the results of both methods tends to be linear 
over the whole range. If not, an appropriate data transformation should be used to achieve a linear 
relationship (see ISO 16140:2003, 6.2.1.3.2). 
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If the repeatability error on one or both variables is dependent on the level, it is better to apply a weighted 
least-squares method (see ISO 11095). It is recommended that a statistician's expertise be used for an 
analysis in such a case. 

For the purpose of this International Standard, a linear relationship is assumed. 

In the general case of regression, the vertical y-axis (dependent variable) is used for the routine method and 
the horizontal x-axis (independent variable) is used for the anchor method. If the repeatability error on the 
anchor method results is much larger (ratio >2) than the repeatability error on the routine method results, 
x- and y-axes should be permuted before performing regression (see ISO 16140:2003, 6.2.1.3.2). 

5.5.2 Validity of results 

The collected results should be evaluated for validity. 

Results should be excluded when there is a sound microbiological reason to do so. Examples are damage to 
the samples during transportation, abuse of specified temperature conditions, and reported deviations from 
the test protocol. 

Data pairs for which either a routine method result or an anchor method result is below the lower quantification 
limit, or above the upper quantification limit, for the respective method should be excluded. 

Duplicate results exceeding the established limit for repeatability should be excluded. If relevant [situation c) 
in 4.2], results exceeding the established limit for reproducibility should also be excluded. 

If the difference in duplicate results is below the mentioned limits, they should be averaged before regression. 

5.5.3 Principle of the regression method 

The conversion relationship should be calculated according to ISO 16140:2003, 6.1.2.4, 6.2.1.3 and Annex S. 

An outlier is defined as an extreme data pair, which normally appears randomly for less than 1 % of the data 
pairs. For such data pairs, the absolute deviation differs more than (2,58V*), where s yx is the residual 
standard deviation from the estimated points by regression. 

Outliers should be discarded, after which a recalculation should be performed. 

5.6 Expression of results 

The conversion relationship may be expressed as 

a) a mathematical equation for the range of validity, 

b) a table, listing equivalent values in routine method units and in anchor method units for the range of 
validity, or 

c) equivalence points (i.e. specific values of results in routine method units that meet, for instance, with 
stated legislative limits in anchor method units). 

The availability of a properly established conversion relationship provides the possibility to express the result 
of a quantitative determination of the bacteriological quality of a test sample in either routine method units or in 
anchor method units. 
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6 Verification of a conversion relationship 

6.1 Frequency of verification 

The exactness of the conversion relationship should be regularly checked and, if necessary, updated. The 
check and any necessary update should be carried out 

a) at regular intervals, 

b) after changes in milk production factors and/or sampling routines, which can be presumed to affect the 
composition and the properties of the bacterial flora, 

c) after relevant changes in the procedure for the routine method and/or the anchor method, or 

d) by rolling (i.e. continuously refreshing the data set with new data-pairs, thereby deleting the oldest ones 
and recalculating and evaluating the conversion relationship frequently). 

In all cases, the representativity of the data set should be ensured. 

6.2 Test samples 

See 5.2. 

6.3 Pretreatment of test samples 

See 5.3. 

6.4 Analysis 

See 5.4. 

6.5 Calculation and verification of a conversion relationship 

A conversion relationship should be checked according to 5.5 and based on the new data set. It should also 
be checked whether the newly obtained conversion relationship significantly differs from the one applied so far. 
If yes, it should be adapted; if no, it should be left as it is. 

For example, when the conversion relationship is the result of a linear regression procedure, it should be 
checked whether the newly calculated regression coefficients a and b are not significantly different from the 
one applied so far (see ISO 8196-1 1 IDF 128-1 and ISO 8196-21 IDF 128-2. 

7 Test report 

The test report of the organizing laboratory shall specify: 

a) the set-up of the study for establishing or verifying the conversion relationship; 

b) full details on sampling, sample storage procedures, sample transport and sample pre-treatment; 

c) any assumptions made; 

d) the methods used, with reference to this International Standard; 

e) the results obtained; 
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f) where more than one laboratory was involved, details on interlaboratory quality assurance to minimize 
variabilities; 

g) the resulting conversion relationship or the changes therein and its validity. 
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Annex A 

(informative) 

Number of samples for linear regression 



A.1 For comparison of an estimated and a hypothetical regression coefficient, the test equation for a two- 
tailed test with probability (1 - a) is 

t-\b yx -P y>< \/s byx (A.1) 

where 

/ is tin-y\-ai2) which is the numerical value of the Student /-distribution at its (1 - a) probability level; 

b yx is the estimated regression coefficient; 

p yx is the hypothetical regression coefficient; 

s byx l& ° yxj a x\ 



is sjs^n-l) - 5 ; 



n is the number of data pairs. 
Replacing \b yx -fiy X \ by d results in 



t=dl 



s vx /s x (n-V - 5 (A.2) 



This can be rewritten as 

/7=/ 2 (v7s/)A/ 2 +1 (A.3) 

Since s yx 2 may be approximated by s y -byx -s x with higher values of n, Equation (A.3) may also be written 
as 

/7*/ 2 (s//s/-vy°' 2+1 ( A - 4 ) 

A.2 As the value of the Student /-distribution is dependent on the degrees of freedom, Equation (A.4) has to 
be solved iteratively. Since the values for s x 2 , s y 2 and b yx are estimates, the value of n will be an estimate and 
the demand for a predetermined probability (1 - a) cannot be maintained correctly. 

A.3 An alternative way has been suggested (see [7]), introducing the relative error, 8, of the estimate for the 
slope of the regression, as follows: 



S = \by X -Py X \IPy x (A.5) 

Equation (A.1) is transformed to 



tAbyx-P 



yx H yx\ 



5/(l-A 2 )/(/7-l)5, 2 



0,5 



(A.6) 
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where r\s equal to b yx (s x l s y ) . 
Extending Equation (A.6) results in 

t*(\by X -/3yx\//3y X )/\[sy 2 {\-r 2 )/{n-'\)S )( 



0,5 



Ifi 



yx 



(A.7) 



On introducing Equation (A.5), Equation (A.7) becomes 

0,5 ] / \ 



t<*8 



5 /(l-, 2 )/(,-l) 5A 



s x \ r-Sy 



(A.8) 



or 



t»6/ 



0,5 



(l-/- 2 )/(/7-1)r 
Resolving n, results in 

n<*\ t 2 {\- r 2 )/(8 2 • r z )\ + '\ 



(A.9) 



(A. 10) 



A.4 Using Equation (A.10), the required sample size can be calculated for a demanded relative error of 
estimation 8 and a given correlation r. It is clear that in the case of a bad correlation, the sample size will 
increase strongly. 

As an example, in Table A.1 and Figure A.1, sample sizes are given for a= 0,05 for various values of <5and r. 





Table A.1 — Number of samples /?for a - 
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0,05 


0,50 
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0,15 


0,50 


514 


0,05 


0,55 


3 544 


0,15 


0,55 


395 


0,05 
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0,15 


0,60 
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0,05 
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0,05 
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Figure A.1 — Plot of number of samples n against correlation r for a = 0,05 
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More Information ? 
Contact us at the following address. 

The Head Office of ESA is at Addis Ababa. 
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E-mail: info@ethiostandards. org. 
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